LGAI Technological Center, S.A. (APPLUS)
Campus UAB - Ronda de la Font del Carme s/n
08193 Bellaterra (Barcelona)

T +34 935672000
www.appluslaboratories.com

ORGANISMO NOTIFICADO N°

NOTIEIED BODY NUMBER 0370 - LGAI TECHNOLOGICAL CENTER (APPLUS)
WENZHOU TIEXIONG TRADING CO.,LTD

SOLICITANTE /7 FABRICANTE ( the 1st room in the south)No.25 yanjiang road, wuxing

APPLICANT / MANUFACTURER village,oubei street,yongjia county,wenzhou city, zhejiang
province,China.

) WENZHOU TIEXIONG TRADING CO.,LTD

PLANTA DE PRODUCCION ( the 1st room in the south)No.25 yanjiang road, wuxing

PRODUCTION SITE village,oubei street,yongjia county,wenzhou city, zhejiang
province,China.

REGLAMENTO DE APLICACION PARA DAR LA CONFORMIDAD / APPLICABLE REGULATION TO GIVE CONFORMITY:

REGLAMENTO (UE) 2016/425 SOBRE LOS EQUIPOS DE PROTECCION INDIVIDUAL
REGULATION (EU) 2016/425 PERSONAL PROTECTIVE EQUIPMENT

PROCEDIMIENTO DE EVALUACION DE LA Médulo // Module: B

CONFORMIDAD

CONFORMITY ASSESSMENT PROCEDURE EXAMEN UE DE TIPO / EU TYPE EXAMINATION
IDENTIFICACION DEL EPI (NUMERO DE TIPO) Ref.: TX-N0O2

IDENTIFICATION OF THE PPE (TYPE NUMBER) Filtering half mask

NIVEL O NIVELES DE RENDIMIENTO O LA CLASE
DE PROTECCION DEL EPI / PERFORMANCE LEVEL OR | FFP2 NR
PROTECTION CLASS OF THE PPE

EN 149:2001 + A1:2009 Dispositivos de proteccion respiratoria. Medias
mascaras filtrantes de proteccién contra particulas. Requisitos, ensayos,
NORMAS ARMONIZADAS / HARMONISED STANDARDS | marcado.

EN 149:2001 + A1:2009 Respiratory protective devices. Filtering half
masks to protect against particles. Requirements, testing, marking

FECHA DE EMISION / ISSUE DATE 30/04/2021
VALIDEZ HASTA / VALIDITY UNTIL 30/04/2026

El presente certificado se mantendra vigente durante 5 afios siempre que el producto descrito no sea modificado y cumpla los requisitos esenciales de
salud y seguridad establecidos en el Reglamento (UE) 2016/425. Para asegurar dicho cumplimiento, este certificado debera ir acompafiado de la
documentacion correspondiente a la Evaluacion de Conformidad con el tipo segiin médulo C2, D (realizada por un Organismo Notificado, segun frecuencia
establecida).

This certificate will remain valid for 5 years as long as the indicated product is not modified and fulfills the essential requirements of health and safety
established in (EU) Regulation 2016/425. To ensure such compliance, this certificate must be accompanied by the documentation corresponding to the
Conformity Assessment to type according to C2, D(carried out by a Notified Body according, to the established frequency).

536 Applus®

LG Tachnologienl Centarn, 5.0

E : Xavier Ruiz Pefia
Managing Director, Product Conformity B.U.

Este documento carece de validez sin su anexo técnico, cuyo numero coincide con el del certificado.
This document is not valid without its technical annex, whose number coincides with the number of certificate.

Puede comprobarse la validez de este certificado en nuestra pagina web / You can check the validity of this certificate on our website:
www.appluslaboratories.com/certified_products
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Technical Annex Ed. 1
30/04/2021

ANEXO TECNICO
TECHNICAL ANNEX
0370-5672-PPE/B

I.MODELOS INCLUIDOS EN EL CERTIFICADO

REFERENCES INCLUDED IN THIS CERTIFICATE

MARCA

BRAND TIEXIONG

IDENTIFICACION DEL EPI (NUMERO DE TIPO) | Ref.: TX-NO2
IDENTIFICATION OF THE PPE (TYPE NUMBER) Filtering half mask

NIVEL O NIVELES DE RENDIMIENTO O LA
CLASE DE PROTECCION DEL EPI

PERFORMANCE LEVEL OR PROTECTION CLASS OF FFP2 R

THE PPE
MEDIA MASCARA FILTRANTE SIN VALVULA, DE TIPO PLEGABLE
VERTICAL, DE 5 CAPAS, DE COLOR ~BLANCO, CON LAZOS DE

DESCRIPCION OREJA'Y CLIP NASAL INTERIOR. TAMANO: 155mm*108mm

DESCRIPTION VALVELESS FILTERING HALF MASK, VERTICAL FOLDING TYPE, 5
LAYERS, WHITE COLOUR, WITH EAR LOOPS AND INTERIOR NOSE
CLIP. SIZE: 155mm*108mm

INFORME DE ENSAYO PTC21030103701C-EN0O1VO1 issued by Precise Testing &

TEST REPORT Certification (Guangdong) Co.,Ltd.(PTC)

MARCA

BRAND TIEXIONG

IDENTIFICACION DEL EPI (NUMERO DE TIPO) | Ref.: TX-N0O2
IDENTIFICATION OF THE PPE (TYPE NUMBER) Filtering half mask

NIVEL O NIVELES DE RENDIMIENTO O LA
CLASE DE PROTECCION DEL EPI

PERFORMANCE LEVEL OR PROTECTION CLASS OF FFPZNR
THE PPE
MEDIA MASCARA FILTRANTE SIN VALVULA, DE TIPO PLEGABLE
VERTICAL, DE 5 CAPAS, DE COLOR NEGRO, CON LAZOS DE OREJA
DESCRIPCION Y CLIP NASAL INTERIOR. TAMANO: 155mm*108mm
DESCRIPTION

VALVELESS FILTERING HALF MASK, VERTICAL FOLDING TYPE, 5
LAYERS, BLACK COLOUR, WITH EAR LOOPS AND INTERIOR NOSE
CLIP. SIZE: 155mm*108mm

PTC21030103701C-EN0O1V01 & PTC21032207001C-EN01V01
issued by Precise Testing & Certification (Guangdong)
Co.,Ltd.(PTC)

INFORME DE ENSAYO
TEST REPORT
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ANEXO TECNICO
TECHNICAL ANNEX
0370-5672-PPE/B

MARCA

BRAND TIEXIONG

IDENTIFICACION DEL EPI (NUMERO DE TIPO) | Ref.: TX-NO2
IDENTIFICATION OF THE PPE (TYPE NUMBER) Filtering half mask

NIVEL O NIVELES DE RENDIMIENTO O LA
CLASE DE PROTECCION DEL EPI

PERFORMANCE LEVEL OR PROTECTION CLASS OF FFP2 R
THE PPE
MEDIA MASCARA FILTRANTE SIN VALVULA, DE TIPO PLEGABLE
VERTICAL, DE 5 CAPAS, DE COLOR AZUL, CON LAZOS DE OREJA
DESCRIPCION Y CLIP NASAL INTERIOR. TAMANO: 155mm*108mm
DESCRIPTION

VALVELESS FILTERING HALF MASK, VERTICAL FOLDING TYPE, 5
LAYERS, BLUE COLOUR, WITH EAR LOOPS AND INTERIOR NOSE
CLIP. SIZE: 155mm*108mm

PTC21030103701C-EN0O1V01 & PTC21032207002C-ENO1V01
issued by Precise Testing & Certification (Guangdong)

INFORME DE ENSAYO

TEST REPORT Co.,Ltd.(PTC)
MARCA
MARC) TIEXIONG

IDENTIFICACION DEL EPI (NUMERO DE TIPO) | Ref.: TX-NO2
IDENTIFICATION OF THE PPE (TYPE NUMBER) Filtering half mask

NIVEL O NIVELES DE RENDIMIENTO O LA
CLASE DE PROTECCION DEL EPI
PERFORMANCE LEVEL OR PROTECTION CLASS OF
THE PPE

FFP2 NR

MEDIA MASCARA FILTRANTE SIN VALVULA, DE TIPO PLEGABLE
VERTICAL, DE 5 CAPAS, DE COLOR ROSA, CON LAZOS DE OREJA

, NO* *
DESCRIPCION Y CLIP NASAL INTERIOR. TAMANO: 155mm*108mm

DESCRIPTION VALVELESS FILTERING HALF MASK, VERTICAL FOLDING TYPE, 5

LAYERS, PINK COLOUR, WITH EAR LOOPS AND INTERIOR NOSE
CLIP. SIZE: 155mm*108mm

PTC21030103701C-ENO1V01 & PTC21032207003C-ENO1VO1
issued by Precise Testing & Certification (Guangdong)
Co.,Ltd.(PTC)

INFORME DE ENSAYO
TEST REPORT
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WENZHOU TIEXIONG TRADING CO.,LTD.
SOLICITANTE/FABRICANTE (the 1st room in the south)No.25 yanjiang road, wuxing

APPLICANT/MANUFACTURER village,oubei street,yongjia county,wenzhou city, zhejiang
province,China.

3 WENZHOU TIEXIONG TRADING CO.,LTD.
PLANTA DE PRODUCCION (the 1st room in the south)No.25 yanjiang road, wuxing
PRODUCTION PLANT village,oubei street,yongjia county,wenzhou city, zhejiang
province,China.

REGLAMENTO DE APLICACION PARA DAR LA CONFORMIDAD / APPLICABLE REGULATION TO GIVE CONFORMITY:

REGLAMENTO (UE) 2016/425 SOBRE LOS EQUIPOS DE PROTECCION INDIVIDUAL
REGULATION (EU) 2016/425 PERSONAL PROTECTVE EQUIPMENT

P Médulo // Module: D
PROCEDIMIENTO DE EVALUACION DE LA
CONFORMIDAD CON EL TIPO BASADA EN EL ASEGURAMIENTO DE LA CALIDAD DEL

CONFORMITY ASSESSMENT PROCEDURE TO TYPE PROCESO DE PRODUCCION
BASED ON QUALITY ASSURANCE OF THE PRODUCTION PROCESS

IDENTIFICACION DEL EPI (NUMERO DE TIPO)

IDENTIFICATION OF THE PPE (TYPE NUMBER) | /ER ANEXO / SEE ANNEX
FECHA DE EMISION / /SSUE DATE 01/06/2022
VALIDEZ HASTA / VALIDITY UNTIL: 01/06/2023

El presente certificado se mantendra vigente durante 1 afio siempre que no se modifiquen las condiciones establecidas en los Certificados
de Examen UE de Tipo referenciados en el Anexo y no cambie el sistema de calidad aprobado.

This certificate will remain in force for 1 year as long as the conditions established in the EU Type certificates referenced in the annex are
not modified and the approved quality management system does not change.

Xavier Ruiz Pefia
Managing Director, Product Conformity B.U.

Este documento carece de validez sin su anexo técnico, cuyo nimero coincide con el del certificado.

This document is not valid without its technical annex, whose number coincides with the number of certificate.
Puede comprobarse la validez de este certificado en nuestra pagina web / You can check the validity of this certificate on our website:

www.appluslaboratories.com/certified_products

El fabricante, después de completar la documentacién técnica, el procedimiento de evaluacién de la conformidad y la declaracién UE de conformidad puede colocar el marcado
CE bajo su responsabilidad / The manufacturer, after the completion of the technical documentation, the conformity assessment procedures and the EU Declaration of
conformity, may affix the CE Marking under his responsibility.

Page1/2


http://www.appluslaboratories.com/

LGAI Technological Center, S.A. (APPLUS)
Campus UAB - Ronda de la Font del Carme s/n
08193 Bellaterra (Barcelona)
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01/06/2022

ANEXO TECNICO
TECHNICAL ANNEX
0370-6371-PPE/D

I. CERTIFICADOS INCLUIDOS EN LA EVALUACION DEL SISTEMA
DE CALIDAD

CERTIFICATES INCLUDED IN THE QUALITY SYSTEM ASSESSMENT

N° CERTIFICADO DE EXAMEN UE DE TIPO

NR EU TYPE EXAMINATION CERTIFICATE 0370-5433-PPE/B

EMITIDO POR LGAI TECHNOLOGICAL CENTER S.A. (APPLUS)

ISSUED BY (Organismo notificado n® 0370 / Notified Body nr. 0370)
FECHA EMISION

ISSUE DATE 22/03/2021

VALIDEZ HASTA

VALIDITY UNTIL 22/03/2026

N° CERTIFICADO DE EXAMEN UE DE TIPO

NR EU TYPE EXAMINATION CERTIFICATE 0370-5672-PPE/B

EMITIDO POR LGAI TECHNOLOGICAL CENTER S.A. (APPLUS)

ISSUED BY (Organismo notificado n® 0370 / Notified Body nr. 0370)
FECHA EMISION

ISSUE DATE 30/04/2021

VALIDEZ HASTA

VALIDITY UNTIL 30/04/2026
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Test Report

EN 149:2001+A1:2009 protective devices. Filtering half masks to protect against

particles. Requirements, testing, marking

Product Name: Filtering half mask
Report No.: PTC21032207003C-EN0O1V01
Client: WENZHOU TIEXIONG TRADING CO.,LTD

( the 1st room in the south)No.25 yanjiang road, wuxing village,oubei

Client Address: street,yongjia county,wenzhou city, zhejiang province,China.

Manufacturer: WENZHOU TIEXIONG TRADING CO.,LTD

Manufacturer Address: o % 5Ll nyawenzou oy, sheffang province.China.
Contact: Li Zhongzhen

Model(s): TX-N02

Classification: FFP2 NR

Date of Tests: 2021.03.23~2021.03.31

Signed for and on Behalf of PTC

Prepare by: Checked by: Approved by:

This report is issued according to the general clauses in www. ptc—testing. com by PTC. Responsibility, guarantee and law restriction
are defined in the general service clauses. The report is only responsible for the submitted sample(s) except as otherwise noted.
The report could not be copied without permission

Precise Testing & Certification (Guangdong) Co., Ltd. (PTC)
Building 1, No. 6, Tongxin Road, Dongcheng Street, Dongguan, Guangdong, China.
Tel: 86-769-38808222 Fax: 86-769-38826111 http:// www.ptc-testing.com



Test Report

Report No.:PTC21032207003C-EN01V01

Test Result:

Requirement

7.9.2 Penetration of filter material
The penetration of the filter of the particle filtering half mask shall meet
the requirements of Table 1.

Sodium chloride test Paraffin oil test 95
95 I/min I/min
FFP1 <20% <20%
FFP2 <6% <6%
FFP3 <1% <1%

7.11 Flammability
When tested, the particle filtering half mask shall not burn or not to
continue to burn for more than 5 s after removal from the flame.

7.12 Carbon dioxide content of the inhalation air

The carbon dioxide content of the inhalation air (dead space) shall not
exceed an average of 1,0 % (by

volume)

7.16 Breathing resistance

Maximum permitted resistance (mbar)
Classification Inhalation Exhalation
30 I/min 95 I/min 160 I/min
FFP1 0.6 2.1 3.0
FFP2 0.7 2.4 3.0
FFP3 1.0 3.0 3.0

Issue Date: Apr.19, 2021

Test Result

FFP2 , Test
results are
shown in Annex
A Table 7.9.2.

Test results are

shown in Annex A

Table 7.11.

Test results are

shown in Annex A

Table 7.12.

FFP2. Test results
are shown in Annex

ATable 7.16.

Page 2 of 8

Conclusion

Pass

Pass

Pass

Pass

This report is issued according to the general clauses in www. ptc—testing. com by PTC. Responsibility, guarantee and law restriction
are defined in the general service clauses. The report is only responsible for the submitted sample(s) except as otherwise noted

The report could not be copied without permission

Precise Testing & Certification (Guangdong) Co., Ltd. (PTC)
Building 1, No. 6, Tongxin Road, Dongcheng Street, Dongguan, Guangdong, China.

Tel: 86-769-38808222 Fax: 86-769-38826111

http:// www.ptc-testing.com



Test Report

Report No.:PTC21032207003C-EN01VO01 Issue Date: Apr.19, 2021 Page 3 of 8

Annex A: Summarization of Test Data

Table 7.9.2: Penetration of filter material
Test specification: EN 149:2001+A1:2009 Clause 8.11

Aerosol Condition Sample No. Penitt)/ra;tlon Assessment
0
1 0.8
As received 2 0.8
3 0.8
4 0.2
Sodium chloride test| Simulated wearing treatment 5 0.2
6 0.2
7 0.3
Mechanical strength + 8 0.2
Temperature conditioned S
9 0.3
Pass
10 04
As received 11 0.6
12 0.6
13 0.2
Paraffin oil test Simulated wearing treatment 14 0.3
15 0.3
16 1.0
Mechanical strength + 17 10
Temperature conditioned ’
18 1.0

This report is issued according to the general clauses in www. ptc—testing. com by PTC. Responsibility, guarantee and law restriction
are defined in the general service clauses. The report is only responsible for the submitted sample(s) except as otherwise noted.
The report could not be copied without permission

Precise Testing & Certification (Guangdong) Co., Ltd. (PTC)
Building 1, No. 6, Tongxin Road, Dongcheng Street, Dongguan, Guangdong, China.
Tel: 86-769-38808222 Fax: 86-769-38826111 http:// www.ptc-testing.com




Test Report

Report No.:PTC21032207003C-EN01VO01 Issue Date: Apr.19, 2021 Page 4 of 8
Table 7.11: Flammability
Test specification: EN 149:2001+A1:2009 Clause 8.6
Condition Sample No. Result Assessment
19 No burn
As received
20 No burn
Pass
21 No burn
Temperature conditioned
22 No burn
Table 7.12: Carbon dioxide content of the inhalation air
Test specification: EN 149:2001+A1:2009 Clause 8.7
Condition Sample No. Result (%) Assessment
23 0.04
Mean value:
As received 24 0.04 Pass
0.04
25 0.04

This report is issued according to the general clauses in www. ptc—testing. com by PTC. Responsibility, guarantee and law restriction
are defined in the general service clauses. The report is only responsible for the submitted sample(s) except as otherwise noted

The report could not be copied without permission

Precise Testing & Certification (Guangdong) Co., Ltd. (PTC)

Building 1, No. 6, Tongxin Road, Dongcheng Street, Dongguan, Guangdong, China.
http:// www.ptc-testing.com

Tel: 86-769-38808222

Fax: 86-769-38826111




Test Report

Report No.:PTC21032207003C-EN01VO01 Issue Date: Apr.19, 2021 Page 5 of 8
Table 7.16: Breathing resistance (mbar)
Test specification: EN 149:2001+A1:2009 Clause 8.9
Flow Rate 26 27 28
"30. 0.41 0.40 0.42
. min
Inhalation 95
As received I/min 1.54 1.52 1.53
A B C D E A B C D E A B C D E
. 160
Exhalation I/min
230 | 230 | 224 | 228 | 225 | 225 | 232 | 231 | 233 | 229 | 230 | 2.34 | 232 | 230 | 2.30
Flow Rate 29 30 31
30
Simulated | | Vmin 0.41 0.42 0.39
wearing nhalation 95
min 1.54 1.53 1.48
treatment
A B C D E A B C D E A B C D E
. 160
Exhalation Umin
210 | 211 | 209 | 209 | 212 | 213 | 216 | 215 | 215 | 216 | 216 | 215 | 216 | 212 | 2.13
Flow Rate 32 33 34
30
min 0.42 0.42 0.43
Temperature | Inhalation 95
conditioned I/min 1.56 1.54 1.57
A B C D E A B C D E A B C D E
. 160
Exhalation I/min
209 | 212 | 212 | 213 | 211 | 2.08 | 215 | 214 | 2.07 | 2.09 | 212 | 218 | 209 | 212 | 214
Assessment Pass

A: Facing directly ahead

D: Lying on the left side

B: Facing vertically upwards

E: Lying on the right side

C: Facing vertically downwards

This report is issued according to the general clauses in www. ptc—testing. com by PTC. Responsibility, guarantee and law restriction
are defined in the general service clauses. The report is only responsible for the submitted sample(s) except as otherwise noted

Building 1, No. 6, Tongxin Road, Dongcheng Street, Dongguan, Guangdong, China.

The report could not be copied without permission

Precise Testing & Certification (Guangdong) Co., Ltd. (PTC)

Tel: 86-769-38808222

Fax: 86-769-38826111

http:// www.ptc-testing.com




Test Report

Report No.:PTC21032207003C-EN01VO01 Issue Date: Apr.19, 2021 Page 6 of 8
Test Uncertainty
Penetration of filter material(NaCl) 3.5%
Penetration of filter material(Paraffin oil) 4.2%
Carbon dioxide content of the inhalation air 4.5%
Breathing resistance(30L/min) 5.2%
Breathing resistance(95L/min) 5.4%
Breathing resistance(160)L/min) 6.0%

Remark: This report supersedes all previous documents bearing the test report number

PTC21032207003C-ENO1. Report number PTC21032207003C-EN01 was invalid.

Amendments to report

Version Date of issue Changes

PTC21032207003C-ENO1V01 2021.04.19 Model(s)

This report is issued according to the general clauses in www. ptc—testing. com by PTC. Responsibility, guarantee and law restriction
are defined in the general service clauses. The report is only responsible for the submitted sample(s) except as otherwise noted.
The report could not be copied without permission

Precise Testing & Certification (Guangdong) Co., Ltd. (PTC)
Building 1, No. 6, Tongxin Road, Dongcheng Street, Dongguan, Guangdong, China.
Tel: 86-769-38808222 Fax: 86-769-38826111 http:// www.ptc-testing.com



Test Report

Report No.:PTC21032207003C-EN01VO01 Issue Date: Apr.19, 2021 Page 7 of 8

Photo(s) of Sample:

This report is issued according to the general clauses in www. ptc—testing. com by PTC. Responsibility, guarantee and law restriction
are defined in the general service clauses. The report is only responsible for the submitted sample(s) except as otherwise noted.
The report could not be copied without permission

Precise Testing & Certification (Guangdong) Co., Ltd. (PTC)
Building 1, No. 6, Tongxin Road, Dongcheng Street, Dongguan, Guangdong, China.
Tel: 86-769-38808222 Fax: 86-769-38826111 http:// www.ptc-testing.com



Test Report

Report No.:PTC21032207003C-EN01VO01 Issue Date: Apr.19, 2021 Page 8 of 8

***End of Report**

This report is issued according to the general clauses in www. ptc—testing. com by PTC. Responsibility, guarantee and law restriction
are defined in the general service clauses. The report is only responsible for the submitted sample(s) except as otherwise noted.
The report could not be copied without permission

Precise Testing & Certification (Guangdong) Co., Ltd. (PTC)
Building 1, No. 6, Tongxin Road, Dongcheng Street, Dongguan, Guangdong, China.
Tel: 86-769-38808222 Fax: 86-769-38826111 http:// www.ptc-testing.com





